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Purpose: The purpose of this article was to study the influence of the anastomosis angle on 
the flow fields at end-to-side anastomoses in vivo. 
Methods: Polyurethane grafts of similar internal diameter to that of the abdominal aorta 
(8 mm) were implanted from the suprarenal to the infrarenal level in 10 pigs. Three angles 
of standardized distal end-to-side anastomoses (90 degrees, 45 degrees, and 15 degrees) 
were studied. The anatomic position of the anastomoses was constant, the proximal 
outflow segment was occluded, and the flow rate through the graft was controlled. Flow 
visualization was accomplished by a color-flow Doppler ultrasound system. 
Results: The angulation was reproduced within 10%. Gross hemodynamic parameters 
were stable, and the similarity parameters were typical for peripheral bypasses (mean 
Reynold's number is 424 and Womersley's parameter is 5.9). The flow fields were clearly 
dependent on the anastomosis angle. A zone ofrecirculation (approximately 5% of the flow 
area), extending from the toe to one diameter downstream, was found in the 45-degree 
and 90-degree anastomoses. No flow disturbances were detected at the toe and one 
diameter downstream with an anastomosis angle of 15 degrees. At the heel different 
recirculating flow patterns were found in the different anastomoses. 
Conclusion: The anastomosis angle does change the flow fields at vascular end-to-side 
anastomoses in vivo. (J VASC SURG 1995;21:460-71.) 
Development of neointimal hyperplasia at vascu- 
lar anastomoses i a well-known complication in 
vascular surgery. 1-4 Because of the localized nature of 
these lesions, 1-~ various hypotheses on the influence 
of  local hemodynamics have been presented in the 
literature. 1-7 In particular, the theories that are based 
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on the influence of low or oscillating wall shear 
stresses at or near the anastomoses have gained 
attention. 4-9 However, our knowledge of the hemo- 
dynamics at vascular anastomoses in terms of wall 
shear stresses and flow fields is based on studies 
performed in vitro 6"13 or on computer simulation. 14 
In vitro studies and computer simulation studies 
have reported that regions with disturbed flow are 
seen at the heel, the toe, and at the floor of the distal 
end-to-side anastomosis, sq°,lgq4 These disturbed 
flow regions (defined in this study as flow separation 
causing vortex formation, flow recirculation, and 
flow stagnation) correspond to those where patho- 
logic studies have reported iscrete development of 
neointimal hyperplasia. >s Investigations have also 
been reported on how the flow fields, including the 
regions of disturbed flow, change as a function of the 
anastomosis angle. 7,9,1°,~a However, no studies have, 
as yet, reported whether these flow fields are also seen 
in vivo. 
If  one accepts that neointimal hyperplasia is at 
least associated with hemodynamic flow distur- 
bances, then any measures that may be taken to 
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Fig. 1. Surgical model and measurement set-up. Bottom, Schematic drawing of abdominal 
aorta (all branches between superior mesenteric artery and trifurcation ligated) and bypass. CT 
represents cefiac trunk, SMA represents superior mesenteric artery, POS represents proximal 
outflow segment, DOS represents distal outflow segment, Occ. represents occlusion of proximal 
outflow segment. Graft flow was adjusted by reversible clamping of iliac arteries. Top, 
Peri-operative measurement se -up. 
minimize these disturbances should result in im- 
proved performance of the bypass. This study was 
therefore designed to investigate the flow fields at 
vascular anastomoses in an in vivo arterial bypass 
model.J5 The effect of the angle of anastomosis on the 
flow field was investigated with use of a color-flow 
Doppler scanning technique with the aim of identi- 
fying the range of angles that are associated with the 
least flow disturbances. 
MATERIAL AND METHODS 
Ten pigs (mixed Danish landrace and Yorkshire) 
weighing about 90 kg were used for the measure- 
ments. The care and handling of the pigs conformed 
with the Guide for the Care and Use of Laboratory 
Animals (NIH Publication No. 86-23) and Danish 
law. At the end of each study, the pig was killed by 
intravenous injection of saturated potassium chloride 
during continued anesthesia. 
Anesthesia. After premedication with 4 mg/kg 
azeperone (Sedaparone vet); and 500 I~g/kg mida- 
zolam (Dormicum); given intramuscularly, 2.5 
mg/kg methomidat (Hypnodil vet); was injected 
intravenously. Anesthesia was maintained by 0.5% 
halothane, 55% nitrous oxide, and 44.5% oxygen, 
given through a volume-regulated ventilator (Eng- 
strom type ER 311; LKB Medical AB, Sweden), 
supplemented by continuous intravenous infusion of 
1 mg/hr fentanyl (Haldid), and 23 mg/hr Dor- 
micum. Isotonic sodium chloride (1.5 L/hr) and 
plasma expander (Haemaccel; 35 mg/ml/0.5 to 1.5 
L) were infused throughout the experiment. 
During the experiments arterial and central 
venous pressures were measured through liquid-filled 
catheters, a surface lectrocardiogram was recorded, 
and arterial Po2, Pco2, pH, oxygen saturation, and 
hemoglobin were measured repeatedly. The animals 
were given an intravenous bolus injection of heparin 
(Leo) 40,000 IU. The activated clotting time was 
measured intermittently with use of a Hemachrome- 
meter (International Technidyne Corporation; Edi- 
son, N.J.) and kept above 400 seconds. 
Surgical preparation. The model has been de- 
scribed in detail elsewhere? 5 Briefly, the abdominal 
aorta was dissected retroperitoneally and used for 
implantation of vascular grafts (electrostatically spun 
polyurethane grafts with an internal diameter of 
8 mm and a wall thickness of 1.5 mm). All branches 
between the superior mesenteric artery and the aortic 
trifurcation were ligated, aleft nephrectomy was per- 
formed, and the right kidney was perfused by a shunt 
supplied by the abdominal aorta proximal to the su- 
perior mesenteric artery (Fig. 1). In all pigs the toe of 
the proximal anastomosis was made 3 cm down- 
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GEOMETRY AND ANGLE OF ANASTOMOSES. 
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Fig. 2. Geometry and angle of anastomoses. Graft was cut from toe via half circle and extended 
to the heel (solid line). Arteriotomy was made by vascular puncher with diameter equal to that 
of genuine vessel and extended to heel (solid line). In this way anastomosis was made without 
dilation in left-right plane. In anterior/posterior plane angulation was varied by varying length 
toe to heel (dotted line). Ninety-degree anastomosis: Ltoe_heol = 8 mm; 45-degree anastomosis: 
L~oe_heel = 19 mm; 15-degree anastomosis: Ltoe.heel = 49 mm. 
stream of the superior mesenteric artery, and the toe 
of the distal anastomosis was made 13 cm further 
downstream. The graft length varied according to the 
anastomosis angle studied: 90 degrees proximal and 
90 degrees distal (graft length of 23 cm), 45 degrees 
proximal and 45 degrees distal (graft length of 14.5 
cm), 45 degrees proximal and 15 degrees distal (graft 
length of 13.5 cm). The principle of the construction 
of the anastomosis  illustrated in Fig. 2 and de- 
scribed in the legend. The proximal outflow segment 
was ligated one vessel diameter upstream of the heel 
of the distal anastomosis (Fig. 1). 
Anatomy. The anastomosis angle, defined as the 
angle-between the host vessel wall and that of the 
graft within one vessel diameter of the anastomosis, 
was verified in two ways: (1) A 7.5 MHz annular 
phased-array transducer was used in conjunction 
with a Vingmed CFM 750 (Vingmed, Horten, Nor- 
way) and a commercially available software program 
(EchoDisp; Vingmed Sound AS, Trondheim, Nor- 
way). After two-dimensional echo Doppler measure- 
ments of the anastomosis in the anteroposterior 
plane, the data were stored in a Macintosh computer 
(Apple Computer Co., Cupertino, Calif.) and ana- 
lyzed off-line (Fig. 1). (2) With a pigtail catheter po- 
sitioned in the abdominal aorta via the left carotid 
artery and a radiographic apparatus (Model No. 
CB7B, Ziehm, Exposcop, Germany), perioperative 
contrast angiography was performed and recorded 
(Sony U-matic; Sony Corporation, TolqTo, Japan) 
for measurements of angle of anastomosis and the 
intraoperative dimensions of the bypass graft and the 
abdominal aorta (Fig. 1). To confirm the absence of 
a stenosis at the toe and to visualize the anastomoses 
three-dimensionally, a postmortem cast of the ab- 
dominal aorta and the bypass graft was made by 
injection of a quick-curing compound (Acrifix, Rthn 
GmbH, Chemische Fabrik, Germany). To ensure 
that the dimensions of the cast were the same as the 
perioperative dimensions of the bypass and the ab- 
dominal aorta, sutures were tied around the abdom- 
inal aorta at several locations before the pig was killed 
and the compound was injected. 
Hemodynamic parameters. The flow rate was 
measured with a transit ime flowmeter (T208, Tran- 
sonic Systems Inc., New York, N.Y.), with a peri- 
vascular flow transducer placed between the proximal 
anastomosis and the superior mesenteric artery (Fig. 
1). The flow rate was read from the flowmeter digital 
display, and the flow waveforms were stored in the 
computer by use of a commercially available software 
program (Flowtrace, Transonic Systems Inc.). 
The flow rate was controlled by reversible cross- 
clamping of the iliac arteries, and the similarity 
parameters, mean Reynold's number, (Remean =
2 x Qmean/(~ x rin t × 0)) and Womersley's pa- 
rameter (a = t in  t x ~v/2  x 'i'g x f/0), were calcu- 
lated from the mean flow rate (Qme~n) the internal 
radius of the graft (rint) , the kinematic viscosity of 
blood (0), and the heart rate (f) in hertz. 
Color-flow Doppler measurements. For color- 
flow Doppler measurements the Vingmed color-flow 
Doppler imaging system was used with a 7.5 MHz 
(Doppler frequency of 6 MHz) annular phased-array 
transducer, and the following measurements were 
obtained (Fig. 3). For all angles of distal end-to-side 
anastomosis, three measurement positions were 
chosen: the heel/graft, the toe, and one diameter 
downstream of the toe (1DDD). An additional 
measurement position, at the middle of the anasto- 
mosis, was included, when carrying out measure- 
ments in the 15-degree anastomosis. The reasons for 
this extra measurement position in the 15-degree 
anastomosis were the long distance between the toe 
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TERMINOLOGY MEASUREMENT PLANES OF 
POSITIONS AND VISUALIZATION 
TRANSDUCER 
ANGLES AP-PLANE 
FLOW 
VISULIZATION 
AP-PLANE 
GRAFT 
,~ ANASTOMOSIS 
~ NEAR WALL 
HEEL,.~. TOE tDDD 
POS ~ FLOOR 
L.~ DOS 
L.-PLANE LR-PLANE 
Fig. 3. Principle of color-flow Doppler measurements at di t l end-to-side anastomosis, 
illustrated for 45-degree distal end-to-side anastomosis. POS represents proximal outflow 
segment, DOS represents distal outflow segment, 1DDD represents one diameter downstream 
of toe of distal end-to-side anastomosis. AP plane represents anteroposterior plane, LR plane 
represents left-right plane. 
and the heel of the anastomosis (toe-to-heel length of 
49 mm) and prior knowledge of the in vivo flow field, 
because pilot studies in the 15-degree anastomosis 
revealed a large zone of flow in the reverse direction 
that extended from the heel to the middle of the 
anastomosis. Because the toe-to-heel length was 
much shorter in the 45-degree (toe-to-heel length of 
19 mm) and 90-degree (toe-to-heel length of 8 ram) 
anastomoses, this extra measurement position was 
omitted because the flow fields in the 45-degree and 
90-degree anastomoses are adequately visualized by 
the sector probe positions at the toe and heel 
measurement positions in the anteroposterior plane. 
At each measurement position, the Doppler 
transducer was externally fixed at a predetermined 
angle (60 degrees in relation to the axial flow 
direction in the abdominal orta), with the sector in 
the anteroposterior plane (Fig. 3). To visualize high 
velocities without aliasing errors (velocities higher 
than the Nyquist velocity/the color-flow Doppler can 
measure), the low-velocity reject (LV) was increased 
(range 0.10 to 0.20 m/see) until aliasing within the 
color-flow Doppler image disappeared. This LV 
setting is a high-pass fiker function, also known as 
"wall motion filter," which may bc varied in steps on 
the Vingmed color-flow Doppler system. If a certain 
LV, for example 0.08 m/see, is chosen, the Doppler 
scanner will not measure velocities in the range 
- 0.08 to 0.08 m/see. Velocities in that range will be 
visualized as black regions in the color-flow Doppler 
image, which in this study was used to pinpoint he 
low velocity zones. After recording and storing the 
velocity information with high LV from one heart 
cycle on a Macintosh computer, the measurements 
were repeated with a low LV setting (range 0.03 to 
0.08 m/see) so that the direction (toward the 
transducer = reverse velocities or away from the 
transducer) of the flow within the low velocity zone 
could be determined. 
The transducer was then rotated by 90 degrees, 
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Fig. 4. Principle of data evaluation. To left, frame from late deceleration. Spatial position of 
maximum velocities and lowest velocities/reverse velocities were assigned number as shown in 
top row. Maximum velocities are thus at position 3, and lowest velocities/reverse velocities are 
seen at position 1. In bottom row, principle of estimating relative areas of"zones with reversed 
velocities" is shown. With computer software area of entire flow field was determined. With 
same computer program, zone with reversed flow was measured, and relative area calculated. 
and the same procedures were repeated to obtain the 
flow field at the same measurement position in the 
left-right plane (LR plane) (Fig. 3). Having mapped 
the entire flow field, the procedures were repeated for 
each measurement position in the 45-degree and 
15-degree anastomoses, witha fixed transducer angle 
of 120 degrees in relation to the longitudinal axis of 
the abdominal aorta. For all measurements, the 
Doppler sector angle that gave the maximum possible 
frame rate (number of color-flow Doppler pictures 
per second) was chosen. The quality (number of 
pulse trains used for Doppler velocity estimation) 
was left at a default setting (middle position), and the 
color gain was adjusted according to the procedure of 
Wittlich et al., 16 whereby the gain is initially increased 
to its maximum value and then reduced until the 
noise disappears. 
The beam width of this Doppler system operated 
in color-flow Doppler sector mode was approxi- 
mately 2 mm as determined by a moving string test 
target, is The sector angle was typically either 20 or 30 
degrees, the number of sector lines across the sector 
angle was 32 for a sector angle of 20 degrees, and 64 
for an angle of 30 degrees. The number of gates along 
the individual sector line was 128. With these 
settings, the frame rate typically ranged from 20 to 40 
frames/sec. 
Data evaluation. During all measurements he 
color coding was red toward the transducer and blue 
away from the transducer. Images of the flow field 
were therefore obtained as different hues of red 
(bright red, high velocities; dark red, low velocities; 
black, velocities below the LV; and blue, velocities 
away from the transducer or reverse velocities) with 
an insonation angle of 120 degrees in relation to the 
axis of the abdominal aorta and as different hues of 
blue (bright blue, high velocities; dark blue, low 
velocities; black, velocities below the LV; and red, 
velocities toward the transducer or reverse velocities) 
with an insonation angle of 60 degrees. 
With EchoDisp software, the downloaded ata 
with high and low LV settings from one complete 
heart cycle in each measurement plane and position 
were visualized dynamically. The measurements in
the anteroposterior plane were performed to gain 
information of the overall flow field in the center 
plane of the anastomosis, whereas the measurements 
in the LR plane were performed to determine the 
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Fig. 5. Summary and interpretation of flow visualization. Oblique lines illustrate transducer 
positions and angles of insonation. Top row illustrates interpretation fflow field during peak 
flow, early and late deceleration i  90-degree anastomosis. Middle row illustrates same for 
45-degree anastomosis. In bottom row interpretation fflow field in 15-degree anastomosis is 
shown. 
spatial localization of maximum velocities and lowest 
velocities/velocities n the reverse direction at each 
measurement position. 
Accordingly, atypical frame (color-flow Doppler 
image typical for the relevant flow phase) during the 
following periods of the cycle was selected: flow ac- 
celeration, peak flow, early deceleration, and late de- 
celeration. The spatial ocation of the maximum ve- 
locities and of the reverse/lowest velocities was deter- 
mined during that part of the flow cycle and assigned 
a number as illustrated in Fig. 4. This ensured that 
determination of the spatial ocation of the velocity 
parameters was standardized. In analysis of the data 
obtained with high LV, images of the spatial location 
of the highest velocities were obtained as the bright- 
est hue of the color corresponding to the overall 
direction of f low-red with an insonation angle of 
120 degrees, blue with an insonation angle of 60 
degrees-and images of the lowest velocities were 
obtained either as black (velocities below the LV 
setting) or as a dark hue of the color corresponding to
the overall flow direction. Zones of reverse velocities 
were defined as a zone with the contrast color of the 
color indicating the overall flow direction sur- 
rounded by black pixels (flow below the low velocity 
reject is LV). If no reverse velocities were detected, 
the position of flow below LV was indicated, and if 
none of the above were detected, the position of the 
lowest flow was obtained. To determine the direction 
of the velocities in the low velocity zones, the mea- 
surements inthe same planes and positions with a low 
LV setting were analyzed in the same way. Although 
when this LV setting was used, the highest velocities 
were often aliased, which enabled the direction of 
velocities above the LV in the low velocity zones to 
be determined. 
To get an overall view of the flow fields in the 
different anastomoses, the diagrams illustrated in 
Fig. 5 were constructed. These diagrams indicate the 
characteristics of the flow field determined from the 
color-flow Doppler data and show the location of the 
highest, the lowest, and the reverse velocities by 
arrows at each anatomic position at different phases 
of the flow cycle. 
The size of the zones with reverse velocities were 
analyzed from the same frames in the LR plane. By 
determining the area of the total flow field and the 
area of any reverse velocity zone from the selected 
frame by computerized planimetry, the size of the 
reverse velocity zone was expressed as a percentage of
the entire flow field area (Fig. 4). 
RESULTS 
Three pigs with a distal anastomosis angle of 90 
degrees, three with an angle of 45 degrees, and four 
with an angle of 15 degrees were studied. A total of 
236 color-flow Doppler measurements of the flow 
fields were performed in the different measurement 
positions in the 10 pigs. During these measurements, 
the mean flow rate (absolute minimum to absolute 
maximum) ranged from 0.50 to 0.74 L/rain (mean of 
0.62 L/min, SD 0.06), the heart rate ranged from 37 
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Fig. 6. Graphic presentation of stability of  similarity parameters. Mean values and standard 
deviations for three different anastomosis angles in terms of mean Reynold's number (Remc~) 
and Womersley's parameter (~x) during measurements. Re . . . .  = Q × 2/(-rr × r × 0) and 
c~=r x V2 x , r r  x f/0. 
Table I. Anatomic dimensions of the distal end-to-side anastomosis 
Relative diameters 
Aimed angle Observed angle 
No. of pigs (degrees) (degrees) Toe Middle Heel 
4 15 14.3 -- 1.3 1.2 _+ 0.2 1.5 -+ 0.2 1.2 -+ 0.1 
3 45 44.5 -- 3.9 1.1 ± 0.1 1.2 ± 0.1 1.2 ± 0.2 
3 90 83.5 -- 3.5 1.0 ± 0.2 1.0 ± 0.1 1.0 -+ 0.2 
The observed angle was measured by intraoperative two-dimensional-echography nd contrast angiography. Toe, middle, and heel are 
the diameters of the abdominal aorta at the distal anastomosis divided by the graft diameter measured by intraoperative angiography. 
to 98 bpm (mean of 74 bpm, SD 21 bpm), and the 
mean arterial pressure ranged from 49 to 83 mm Hg 
(mean of 64 mm Hg, SD 12 mm Hg) for all pigs. The 
Re . . . . .  and o~ ranged from 297 to 576 (mean of 424, 
SD 57) and 4.0 to 7.1 (mean of 5.9, SD 0.8), 
respectively. The mean values and standard evia- 
tions of the different anastomosis angles are pre- 
sented as a function of measurement position in Fig. 
6. In Table I, the anatomic data on the observed 
anastomosis angle in the anteroposterior plane as 
measured by perioperative angiography and echo 
Doppler scanning and the diameters of the anasto- 
moses in the LR plane (perioperafive angiography) 
are presented. The 15-degree anastomosis had a 
slight tendency for dilation at the middle, but no 
dilation was identified with less obtuse angulation. 
The observed angles were very close to the intended 
angles (Table I), and no stenoses (evaluated by 
perioperative echo Doppler scanning and postmor- 
tem casts) were seen at the toes of the anastomoses. 
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Fig. 7. Flow visualization i  LR-plane at toe of 90-degree, 45-degree, and 15-degree anasto- 
mosis. Doppler probe angle is at 60 degrees (see Fig. 3). Color coding: red towards, blue away 
from transducer (positioned at top of image). Timing in cardiac cycle is indicated in flow tracing 
below each image. Typically acceleration phase did not differ between different anastomosis 
angles. Top row, Pig EC20, 90-degree anastomosis angle: First illustration shows position of 
transducer at toe. At near wall small zone with reverse velocities (blue) is fluctuating during peak 
flow and deceleration. Middle row, Pig EC13, 45-degree anastomosis angle: First illustration 
shows position of transducer at the toe. During early and late deceleration small zone at near 
wall develops. Bottom row, Pig EC12, 15-degree anastomosis angle: First illustration shows 
position of transducer at toe. During all phases no flow disturbances were seen in this position. 
Flow visualization 
Ninety-degree anastomosis. The main features 
of the flow patterns observed at peak flow and early 
and late deceleration are summarized iagrammati- 
cally in Fig. 5. In the graft, at the entrance of the distal 
end-to-side anastomosis, the highest velocities were 
seen at the outer wall (the graft wall that is 
anastomosed to the toe of the anastomosis) of the 
graft, and the lowest velocities occurred near the 
inner wall (defined as the graft wall, which is 
anastomosed to the heel of the anastomosis) during 
the entire heart cycle, indicating a skewed velocity 
profile. At the heel a zone of forward flow and 
another zone with flow either below LV or in the 
reverse direction were seen during deceleration. At 
the toe of the anastomosis (Fig. 7, top row) the highest 
velocities (bright hue of red) were seen bilaterally (in 
LR plane) toward the near wall at peak flow and 
during deceleration. As also illustrated in Fig. 7, top 
row, low velocities occurred centrally, and during 
deceleration flow reversal was consistently seen at the 
near wall. In Table II the spatial ocation and the 
estimated relative size of the reverse velocity zones 
during peak flow, early and late deceleration at the 
toe, and at 1DDD are summarized. In one pig a 
very large zone of reverse velocities was seen centrally 
(LR plane) during the entire heart cycle, but typically 
this zone was confined to less than 5% of the flow 
area. The flow field characteristics were the same at 
1DDD, although these were less pronounced. 
Forty-five-degree anastomosis. As  in the case 
of the 90-degree anastomosis, the maximal velocities 
in the graft at the entrance of the anastomosis 
occurred near the outer wall during the entire heart 
cycle. At the heel, both forward and reverse flows 
were seen during deceleration. As illustrated in Fig. 
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Table I I .  Spatial and temporal localization of  low velocity zones and estimation o f  the size o f  the 
zones with reversed flow 
Time Time 
Position Peak Early Late Peak Early Late 
90 degrees* 1 DDD Toe 
Flow Low-R Low-R Low-R Low-R R R 
Loc. c-nw c-nw c-nw c-nw c-nw c-nw 
Are I (%) 0-8 0-19 0-23 0-80.4 2-71.7 2-76.7 
LV (cm/sec) 5-24 4-20 
45 degrees* 1 DDD Toe 
Flow Low-P,, R R Low-R R R 
Loc. nw and fl nw nw nw and fl nw nw 
Are j (%) 0-2 6.5-7 5-9 0-5 1-9 2-8 
LV (cm/sec) 8-20 4-20 
15 degrees ~ 1 DDD Toe 
Flow . . . . . .  
Loc. - . . . . .  
Gc~ (%) o o o 0 0 0 
LV (cm/sec) 4-20 3-20 
15 degreest Middle 120 degrees Middle 60 degrees 
Flow R R R - R R 
Loc. fl fl fl - fl and lat fl and lat 
A~e~ (%) 5 31-43 32-35 0 10-15 20-25 
LV (cm/sec) 3-20 5-20 
*Positioned at 1 DDD and at toe of the anastomosis. 
tPositioned at the middle of the anastomosis with different transducer angles. 
Time, Time in heart cycle; Peak, peak flow; Early, early deceleration; Late, late deceleration; R, reverse velocities; Low, lowest velocities; 
Loc, spacial localization; c,center; nw, anastomosis near wall; A,I , range of pixel areas of the reversed flow as a percentage ofthe total 
flow area at a given time; t,  floor. 
7, middle row, the maximum velocities were typically 
located either centrally/bilaterally (insonation angle 
o f  120 degrees) or centrally toward the floor (in- 
sonation angle o f  60 degrees not shown) at the toe. 
Low- or reverse-flow velocities were seen either at the 
near wall or toward the near wall (LR  plane). This 
pattern was even more pronotmced uring decelera- 
tion. Reverse velocities were seen in all pigs in at least 
one of  the two different transducer angles during 
both early and late systolic deceleration phases. The 
size o f  the zone of  reverse velocities increased uring 
deceleration (Table II). At peak flow, low velocities 
or reverse velocities were seen toward the floor o f  the 
anastomosis, with a transducer angle o f  120 degrees 
(towards the heel o f  the anastomosis), which indi- 
cates that the reverse-velocity zone at the heel 
extended to this position. At 1DDD the reverse- 
velocity zone at the near wall and centrally/laterally 
located maximum velocities were a consistent finding 
during deceleration. 
F i f teen-degree anastomosis.  In the graft, at the 
entrance of  the anastomosis, the maximum velocities 
were observed in the center, whereas the lowest 
velocities occurred near the inner wall. The velocity 
distribution was not significantly or observably 
skewed toward the outer wall o f  the graft. As 
indicated in Fig. 5, reverse velocities or very low 
velocities in either direction were seen at the heel. In 
the middle o f  the anastomosis, high forward veloci- 
ties were seen near the outer graft wall during the 
entire heart cycle. On  the floor o f  the anastomosis, 
reverse velocities were consistently observed uring 
peak flow and deceleration regardless of  angle o f  
insonation. When the angle o f  insonation was 
changed from 120 degrees (toward the heel) to 60 
degrees (toward the toe) the size o f  the zone with 
reverse velocities decreased, and reverse velocities 
were not seen during peak flow (Table I I  and Fig. 5). 
At the toe of  the anastomosis, no zones of  flow 
reversal were found and, as seen from Fig. 7, bottom 
row, the highest velocities were located centrally, 
whereas the lowest velocities occurred at the vessel 
wall (LR  plane) during peak flow and deceleration. 
The same pattern was seen 1DDD of  the toe. 
DISCUSSION 
To study the effect o f  the anastomosis angle on 
flow fields in vivo, it is a prerequisite that the 
geometry o f  the anastomoses and the bypass grafts 
are kept constant. Moreover, it should be ensured 
that the anatomic outlet conditions are similar in all 
cases. Therefore the anastomoses were made on a 
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straight vessel without any branches. The same 
anatomic position was used, and the bypass length 
was kept constant, although the curvature of the 
bypass differed because of the different anastomosis 
angles. A difference of curvature would be expected 
to influence the velocity profile 17'18 at the inlet of the 
distal end-to-side anastomosis. Because this problem 
will also be encountered in the clinical situation-a 
parabolic velocity profile at the entrance of the distal 
end-to-side anastomosis will not be seen in human 
bypasses because of insufficient inlet length-it will 
probably be necessary to state the anastomosis angle, 
as well as the toe-heel length of anastomoses, the 
bypass length, and the graft length in future studies. 
Furthermore, the proximal outflow segment was 
occluded, and the anastomosis technique was spe- 
cially devised to ensure that the anastomosis angle 
could be controlled without producing a stenosis at 
the toe and with only slight dilation of the anasto- 
mosis (Table I). 
The stability of the gross hemodynamics during 
the measurements was of utmost importance, be- 
cause measurements on the same anastomosis were 
repeated in several anatomic positions and planes to 
get an overall view of the flow fields. Although the 
level of the similarity parameters differed slightly 
between the individual pigs, our model proved to be 
very stable, as indicated by an insignificant variation 
of the standard eviations at the different measure- 
ment positions (Fig. 6). Furthermore, it was possible 
to adjust he similarity parameters tovalues typical of 
peripheral arterial bypasses by means of graded 
occlusion of the iliac arteries. Similarity parameters, 
Reynold's numbers (mean) and Womersley's param- 
eters, relevant for the study of peripheral and 
coronary arteries hould range between 110 to 900 
and 1.9 to 7.2, respectively, i9 2° 
The color-flow Doppler ultrasound technique 
enables the entire velocity field within one heartbeat 
to be displayed. To optimize the flow visualization 
the following measures were taken: (1) the angles of 
insonation were constant in all measurements, (2)the 
same flow fields were insonated from two different 
transducer angles (60 and 120 degrees) in the 
45-degree and 15-degree anastomoses, (3) the sector 
angle was narrowed as much as possible, and (4) the 
procedure for setting the gain 16 was standardized. 
To reach the main goal, we chose the same 
anatomic measurement positions and the same angles 
of insonation at each position, regardless of anasto- 
mosis angle. Consequently, any difference in the flow 
fields could only be caused by the anastomosis angles 
and the curvature of the graft. To get some informa- 
tion on the influence of the different curvatures of the 
bypasses and the angle of the proximal anastomoses, 
we included a measurement position in the graft at 
the entrance of the distal end-to-side anastomosis. 
However, in these three-dimensional flow fields, the 
flow fields in the different positions will always be 
seen as by the transducer (i.e., from an angle of 60 
degrees). To compensate for this, we insonated the 
same flow field from two different angles, and, if the 
same characteristics are seen in both cases, this may 
imply that the qualitative flow field data are reliable. 
In fact, the flow field characteristics of zones with 
reverse or low velocities at the near wall seen at the 
toe or at 1DDD in the 4S-degree anastomoses could 
be reproduced. Fig. 8 illustrates this principle in a 
4S-degree anastomosis at 1DDD. With an in- 
sonation angle of 120 degrees (top right ) the zone of 
low velocities (black) and reverse velocities (blue) are 
seen at the near wall, whereas the maximum velocities 
(bright red) are seen at the lateral vessel wall. 
Changing the insonation angle to 60 degrees, the 
existence of a zone with low velocities (black) and 
reverse velocities (red) at the near wall is verified. 
Because these zones were typically small-less than 
5% of the flow area (Table II) -and  located laterally 
(LR plane) toward the near wall, especially in the case 
of the 45-degree anastomoses, the exact positioning 
of the color-flow Doppler sector was of paramount 
importance. The reason for narrowing the sector 
angle (width of the sector) as much as possible was 
twofold: (1) to increase the time resolution and (2) 
to minimize the influence of the spread ofinsonation 
angles because of the width of the sector. 
The interpretation of the flow visualization data 
was based on the assumption that a reverse velocity 
zone surrounded by black pixels (velocities below 
LV) is indicative of flow separation, and therefore 
part of a vortex. Accepting this assumption, a vortex 
is seen at the heel of a 90-degree anastomosis during 
peak flow and deceleration. At the toe a small vortex 
develops during deceleration i  the center, at or 
toward the near wall surrounded by bilateral maxi- 
mum velocities (LR plane). The same pattern was 
seen 1DDD, but is less pronounced (Fig. 5 and Table 
II). However, because the flow fields were only 
insonated from one transducer angle, and, to our 
knowledge, no in vitro studies have been performed 
with this angle of anastomosis, the interpretation 
should be judged with caution. 
A vortex was also found at the heel of the 
45-degree anastomoses. At the toe, a small vortex 
increasing during deceleration was found primarily at 
the near wall. The same pattern was seen 1DDD (Fig. 
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Fig. 8. Verification of presence of reverse velocities. Transducer insonates flow field at same 
position, 1DDD, from two different insonation angles, pig EC13. To left, two-dimensional 
echo image of 45-degree distal end-to-side anastomosis. Red and blue lines indicate center of 
color-flow Doppler sectors seen to right. In both color-flow Doppler sectors hown, color 
coding was red toward and blue away from transducer. Regardless of transducer angle, reverse 
velocities may be seen slightly to right of near wall. 
5 and Table II). These are in good qualitative 
agreement with studies performed in vitro and from 
two-dimensional computer simulation studies that 
show a vortex at the heel of 45-degree anastomoses 
in both steady flow 8,9 and pulsatile flow 7,8,13 experi- 
ments and in computer simulation. 14 The small 
vortex that develops and oscillates about the longi- 
tudinal axis during deceleration at the toe has also 
been reported from in vitro studies 8,~°,13 and com- 
puter simulation, 14 although not all studies 7,9 have 
confirmed its existence. Part of the explanation for 
this may be the difference in the geometry of  the 
anatomic inlet conditions 7 emphasizing the influence 
of geometry on local hemodynamics. 
In the 15-degree anastomoses no flow distur- 
bances were observed at the toe or at 1DDD. At the 
heel and near the floor of the anastomoses, a vortex 
was seen pulsating along the longitudinal axis of the 
recipient artery during deceleration, and the relative 
area of this vortex seemed to increase toward the heel 
(Fig. 5 and Table II). The undisturbed flow field at 
the toe of the anastomosis i  an in vivo confirmation 
of the observations in vitro by Crawshaw et al., 1° who 
found that when the proximal outflow segment is 
occluded in a 15-degree anastomosis, the streamlines 
remain attached to the vessel walls as the fluid passed 
through the anastomosis. 
Our study thus confirms the existence in vivo of 
flow disturbances at and downstream of vascular 
end-to-side anastomoses reported from hemody- 
namic in vitro studies. 6'8-1°'13 Furthermore, our 
results also confirm that the anastomosis angle is a 
major determinant of the local flow fields in vivo and 
that, when an occluded artery segment is bypassed, 
the 15-degree anastomosis is preferable from a 
hemodynamic point of  view because no flow distur- 
bances were detected at the toe or downstream of the 
toe in this anastomosis. However, the clinical signifi- 
cance of  this finding still has to be determined. 
Nevertheless, when the distribution of neointimal 
hyperplasia t the distal end-to-side anastomosis, as 
reported by Sottiurai et al.2,4 and Bassiouny et al., s is 
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viewed in relation to the flow patterns, it is seen that 
the sites o f  neointimal hypcrplasia correspond with 
the locations o f  zones of  low or reversed velocities. 
This is consistent with the theories based on thc 
influencc of  local flow disturbances on development 
o f  neointimal hyperplasia at vascular end-to-side 
anastomoses. 4-9Accepting that thc development o f  
neointimal hyperplasia at vascular anastomoses i
indeed influenced by local flow disturbances, it may 
be possible to reduce this pathologic process surgi- 
cally by providing a more desirable hemodynamic 
pattern. Howcver,  to achieve this, further quantita- 
tive in vivo studies are needed, and, on the basis o f  
this information, longer term studies should be 
performed to correlate the local flow fields with the 
development o f  neointimal hyperplasia. 
In conclusion the anastomosis angle has been 
found to be a major determinant o f  the local flow 
fields in vivo. It is shown that the 1S-degree 
anastomosis angle is associated with the  least flow 
disturbances at the toe and at 1DDD when the 
proximal outf low segmcnt is occluded. This study 
confirms the in vivo existence of  regions with low and 
reverse velocities at the preferential sites in vascular 
cnd-to-side anastomoses where ncointimal hyperpla- 
sia tends to form. However,  further in vivo studies 
are required to establish the link between flow 
disturbances and developmcnt o f  neointimal hyper- 
plasia. 
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